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INTRODUCTION 

Persons with transfemoral amputation (TFA) 
represent approximately 20% of all persons with 
amputation in the general population (Owings et al. 
1998) but the proportion of service members with 
transfemoral amputations is higher than the general 
population (31%) (Stansbury et al. 2008). These 
individuals are typically young, with excellent 
premorbid health and many wish to return to 
premorbid activity levels and have higher functional 
expectations (Pasquina et al. 2006) than the older, 
dysvascular amputee. Improvements in prosthetic 
componentry, including socket design and 
suspension, have critical impact on the functional 
abilities of individuals with TFA. Traditional designs 
include ischial containment sockets which limit hip 
range of motion and function (Tranberg et al. 2011). 
New sub-ischial designs, which incorporate vacuum 
suspension to maintain the socket-limb interface, may 
improve hip range of motion and overall function. 

METHOD 

The Brooke Army Medical Center Institutional Review 
Board approved this study and informed consent was 
obtained from subjects prior to participation. Six male 
service members between the ages of 18 and 45 with 
unilateral TFA and residual limb lengths of at least 4 
inches are undergoing assessment in two socket and 
suspension designs: (1) Ischial containment sockets 
with cushioned gel liners and (2) Sub-ischial sockets 
with active vacuum suspension. All subjects wore the 
X3 knee (Ottobock, Duderstadt, Germany), an 
energy-storage-and-return foot and were given a 
minimum of 6 weeks accommodation time in each 
socket condition. 

Testing took place in the ischial containment socket 
followed by the sub-ischial socket. Subjects 
underwent a series of range of motion, performance, 
and biomechanical tests. A 26-camera motion capture 
system (120 Hz, Motion Analysis Corp., Santa Rosa, 
CA) tracked trajectories of 57 markers secured to 
anatomical landmarks and body segments. 
Specifically, thigh and pelvic segments were tracked 
during active hip range of motion in the sagittal and 
frontal planes, a 5-time sit-to-stand test and at 
standardized walking speed. A T-test, which 
incorporates speed and agility with forward and 
backward running and side shuffling, was recorded for 
time. 

Marker data were tracked and exported to Visual3D 
(C-Motion Inc., Bethesda, MD) for further analysis. 
Hip joint angles were calculated during the range of 
motion, performance task and 5 walking trials.  

RESULTS 

Thus far all subjects indicated that they preferred the 
sub-ischial to their ischial containment socket. One 
common theme was the ability to sit without the 
socket beneath the ischium.  

Data from the first subject to complete the full testing 
protocol showed that the sub-ischial socket resulted in 
10° greater active peak hip flexion, 13° greater active 
peak hip extension and 9° more hip abduction; sit-to-
stand time improved by almost 2 seconds; hip range 
of motion increased 20.6°; T-test performance 
improved by 4 seconds (16%). Across 5 walking trials, 
hip range of motion increased 12.5° ± 1.2° with the 
sub-ischial socket and the hip was able to achieve 
extension during walking (Figure 1). 

 

DISCUSSION & CONCLUSIONS 

Speed, agility, and hip range of motion were expected 
to improve when subjects wore the sub-ischial socket 
with vacuum suspension due to the lower proximal 
trim lines. The inclusion of additional subjects will 
determine if greater hip range of motion during 
walking may improve overall walking ability and 
potentially lessen the need for gait compensations. 
High patient satisfaction with the sub-ischial socket 
supports further investigation of this new socket 
design. 

CLINICAL APPLICATIONS 

Sub-ischial sockets with active vacuum suspension 
are emerging as viable options for active individuals 
with TFA. 
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